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FishGuide™

for Socorex® syringes
ultra1810

Three models
available

15 mm
Cat. No. 11810.015

45 mm
Cat. No. 11810.045

25 mm
Cat. No. 1.1810.025

E‘\’ Package contents

FishGuide™, Quick Guide
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SWISS

A Safety precautions

o Read carefully and observe manufacturer’s instructions before use.

e This accessory is intended for use with Socorex ultra 1810 syringe.

o Improper FishGuide™ positionning or overtightening screw may
dammage nozzle and impair needle fitting.

e Reduce risk of injuries by removing FishGuide™ when changing
needle.

e Black attachment jacket is not autoclavable.

Step-by-step instructions

Assembling

3. Screw Luer Lock nozzle (O, attach needle @.

* Overtightening may
damage nozzle

1. Unscrew Luer Lock nozzle.

4. Insert FishGuide™ (D, adjust position @), softly tighten thumb
screw (.

2. Insert black jacket at a small angle (O and push until abutment.
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5. Adjust angle as necessary.

Scanto access:

Video on Syringe

FishGuide™ E#'- E operating

mounting instructions
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